Introduction {#sec1-2058460115603420}
============

Ultrasound elastography is a non-invasive technique used to measure muscle elasticity, and it has recently been used in a variety of research and clinical settings. Muscle elasticity is an important index for both muscle condition ([@bibr1-2058460115603420]) and contraction ([@bibr2-2058460115603420][@bibr3-2058460115603420]--[@bibr4-2058460115603420]). The present modality has been used to measure the elasticity of muscles of the deep layer (e.g. the soleus muscle) as well as muscles of the surface layer (e.g. the gastrocnemius muscle) ([@bibr5-2058460115603420]). However, we have little information about the reliability of such measurements for the former. The transversus abdominis (TrA) is located in the deepest layer of the abdominal musculature, and its contraction is considered to be involved in controlling spinal stability ([@bibr6-2058460115603420],[@bibr7-2058460115603420]). Although many researchers, clinicians, and co-workers take notice of the function of TrA, it is not easy to quantify or inform patients about TrA activity or condition. TrA is covered by two muscles (i.e. the external and internal oblique muscles), as well as by thicker subcutaneous fat compared with the extremities. Therefore, there were doubts about whether it was possible to perform highly reliable measurements.

The reliability of measurements using ultrasound elastography is also affected by operator technique because the ultrasound probe is manually operated. Therefore, it is inadequate to quantify this reliability using just one operator and we should evaluate the influence of the operators' empirical value. The purpose of the present study was to investigate the reliability of the quantification of TrA elasticity at rest condition by both skilled and unskilled operators.

Material and Methods {#sec2-2058460115603420}
====================

Participants {#sec3-2058460115603420}
------------

Ten healthy men (mean age, 24 ± 4 years; mean height, 172.0 ± 5.2 cm; mean weight, 72.3 ± 12.0 kg) participated in this study. All participants provided written consent to participate in the study after they were informed about the purpose, details of the experiment, potential risks, and their rights. The study was approved by the local Ethical Committee, consistent with the Declaration of Helsinki.

Procedure {#sec4-2058460115603420}
---------

Tests were conducted in a quiet room with an ambient temperature of approximately 23℃. Participants were assessed on two occasions at the same time of day, at a 1-day interval. During the interval, participants were not allowed to exercise. On each occasion, measurements were performed by both a skilled and an unskilled operator. The skilled operator has been using ultrasound elastography for 1 year and has published articles on this method. The unskilled operator has been accustomed to B-mode ultrasonography to some extent; however, the operator used elastography for the first time. Before the experiment, the unskilled operator was instructed by the skilled operator on how to use the device.

Each participant lay on a bed in a resting supine position. The target region (the right side of the umbilicus, which was 2 cm inside of the infra-axillary line) was marked with permanent marker, which was kept till the end of the experiment after the second occasion. The participant was asked to inspire naturally and then hold his breath at the end of expiration.

Muscle shear wave speed of TrA at the target region was measured using shear wave ultrasound elastography images obtained by an ultrasonic apparatus (Aixplorer, SuperSonic Imagine, Aix-en-Provence, France). An electronic convex probe (SuperCurved 6-1, SuperSonic Imagine, Aix-en-Provence, France) at 11 Hz was placed on the target region transversely to the long axis direction of the body (i.e. along the line of muscle fibres of TrA). Because we intended to measure the muscle located in the deepest layer of the trunk abdominal musculature, we used a convex probe, which can search deeper layers compared with the linear probe. Shear wave ultrasound elastography generated color-coded images with a scale from blue (slow shear wave speed; soft) to red (fast shear wave speed; hard) depending on the shear wave speed ([Fig. 1](#fig1-2058460115603420){ref-type="fig"}). From images stored in the ultrasonic apparatus, a single image that captured a stable color distribution at a specific time was selected to measure the muscle shear wave speed. In the image, an approximately 20 × 20-mm box region of interest was set on TrA. In addition, a 3-mm circle was set near the center of TrA and the shear wave speed within the circle was calculated automatically. The circle size was fit to the minimal TrA thickness of all the patients. The measurements were performed six times. Of the six measured values, a group of four measurements showing the lowest coefficient of variation (CV) among 12 possible groups was adopted and the mean values were used for further analysis. These procedures were repeated twice by skilled and unskilled operators in a random order. Neither operator knew the values that the other had measured. Fig. 1.Typical example of a colour-coded presentation of transversus abdominis elasticity (shear wave speed) superimposed on the B-mode ultrasound image: (A) external abdominal oblique, (B) internal abdominal oblique, and (C) transversus abdominis.

Statistical analysis {#sec5-2058460115603420}
--------------------

The descriptive data are presented as mean ± standard deviation. The Student's paired *t*-test was used to test the difference in the muscle shear wave speed between the first and second occasions and skilled and unskilled operators. The intra-class correlation coefficients (ICCs) were calculated to examine the reliability. The relative reliability between the two occasions was calculated using a one-way analysis of variance (ANOVA) model with consistency (ICC \[1, 1\]). The relative reliability between the two operators was calculated using a two-way random-effects ANOVA model with absolute agreement (ICC \[3, 1\]). ICCs that were obtained ranged from 0 (no correlation) to 1 (perfect correlation). The strength of the correlation was interpreted as follows: an ICC of ≤ 0.20 was "slight", of 0.21--0.40 was "fair", of 0.41--0.60 was "moderate", of 0.61--0.80 was "substantial", and of ≥0.81 was "almost perfect" ([@bibr8-2058460115603420]). The CV for every comparison was also determined. Bland-Altman plots were constructed to determine absolute reliability. A *P* value of \<0.05 was considered statistically significant.

Results {#sec6-2058460115603420}
=======

The muscle shear wave speed of TrA measured by the skilled operator was 2.1 ± 0.6 m/s on the first occasion and 2.1 ± 0.6 m/s on the second occasion, and there was no significant difference between the two occasions. The ICC and CV between the first and second occasions were 0.86 (*P* \< 0.00, 95% confidence interval \[CI\] = 0.57--0.96) and 8.7%, respectively, and no systematic errors were found ([Fig. 2](#fig2-2058460115603420){ref-type="fig"}). The muscle shear wave speed of TrA measured by the unskilled operator was 2.3 ± 0.6 m/s on the first occasion and 2.3 ± 0.5 m/s on the second occasion, and there was no significant difference between the two occasions. The ICC and CV between the first and second occasions were 0.59 (*P* = 0.02, 95% CI = 0.14--0.88) and 13.8%, respectively, and no systematic errors were found ([Fig. 2](#fig2-2058460115603420){ref-type="fig"}). The ICC between the two operators was 0.57 (*P* = 0.03, 95% CI = 0.11--0.87) on the first day and 0.56 (*P* = 0.02, 95% CI = 0.01--0.87) on the second day. The CV between the two operators was 15.5% on the first day and 13.5% on the second day. No systematic errors were observed for these comparisons ([Fig. 2](#fig2-2058460115603420){ref-type="fig"}). Fig. 2.Bland-Altman plots. The left and right panels represent the inter-day reliability (black circle: skilled operator, gray circle: unskilled operator) and inter-operator reliability (black square: first occasion, gray square: second occasion), respectively. Dotted lines represent 1.96 standard deviations.

Discussion {#sec7-2058460115603420}
==========

To the best of our knowledge, the present study is the first to quantify TrA elasticity using ultrasound elastography. For the skilled operator of ultrasound elastography, the ICC between the two occasions was 0.86 (i.e. almost perfect), and a high reliability was confirmed. This result indicates that ultrasound elastography is a highly reliable modality even for deep-layer muscles, if operated by a skilled operator. Our results showed that even the unskilled operator could measure muscle elasticity with moderate reliability (ICC = 0.59) implying that ultrasound elastography is a straightforward method to measure the elasticity of muscles located in the deepest layer of the trunk musculature. The slightly high CV (skilled operator: 8.7%, unskilled operator: 13.8%) for the high or moderate ICC was likely due to the small values of the muscle shear speed (2.1--2.3 m/s on average); it has previously been suggested that a CV of \<15% was acceptably low for a biological measurement ([@bibr9-2058460115603420]). This recommendation combined with the high ICC values that we calculated does not suggest that the reliability obtained in the present study was low because the CV values were slightly high.

Although systematic error was not found in the inter-operator comparison, the ICC remained moderate. This result could be due to the unskilled operator's crude technique. We did not make a comparison between two skilled operators; thus, we cannot draw conclusions about the inter-operator reliability. We can say with certainty that it is possible to perform the necessary measurements with high reliability if one skilled operator performs the measurements throughout the procedure.

The present study had some limitations. The participants of this study were young men who were not obese. Therefore, it is unclear whether the present study findings are applicable to other populations. Although muscle atrophy is less in deep abdominal muscles compared with superficial ones ([@bibr10-2058460115603420]), muscle elasticity changes with age ([@bibr11-2058460115603420]); thus, we cannot apply the conclusion of the present study to the elderly population. Similarly, it is unclear at the moment whether the present findings can be applied to athletes with hypertrophied muscles. In addition, the number of participants in the present study was relatively low. The present findings will be more robust by increasing the number of participants. The range of the ultrasound is limited. Thus, it would be difficult to measure the TrA muscle elasticity in obese individuals who have a greater abdominal subcutaneous fat area ([@bibr12-2058460115603420]). Because TrA locates in the deepest layer of the trunk abdominal musculature, we used a convex probe, which can search deeper layers, instead of a linear probe, which cannot search deeper layers. According to the manufacturer, although there is no musculoskeletal preset on the convex probe, there is no significant error in the measurement of soft structures until approximately 200 kPa of elasticity. However, we avoided using elasticity in our measurements and used velocity instead to promote the accuracy of the results.

In conclusion, the reliabilities of the skilled and unskilled operators were high and moderate, respectively, and the inter-operator reliability remained moderate. Although further studies that examine the validity of estimating TrA force and/or condition using ultrasound elastography are needed, our results can increase the feasibility of ultrasound elastography in future studies on trunk deep musculature.
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